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Abstract — Automated detection and accurate 

classification of breast tumors using magnetic resonance 
image (MRI) are very important for medical analysis and 
diagnostic fields. Over the last ten years, numbers of 
methods have been proposed, but only few methods 
succeed in this field. This paper presents the design and 
the implementation of CAD system that has the ability to 
detect and classify the tumor of the breast in the MR 
images. To achieve this, k-mean clustering methods and 
morphological operators are applied to segment the 
tumor. The gray scale, Texture and symmetrical features 
as well as discrete wavelet transform (DWT) are used in 
feature extracted stage to obtain the features from MR 
images. Kernel principle components analysis (K-PCA) 
are also applied as a feature reduction technique and 
support vectors machine (SVM) are used as a classifier. 
Finally, the experiments results have confirmed the 
robustness and accuracy of proposed system 
Keywords — k-mean clustering, Morphological 
operators, gray scale, Texture, symmetrical, kernel 
principle components analysis and Support vectors 
machine. 

I. INTRODUCTION 

After the evaluation of technology, the detection and 
classification of the tumor in magnetic resonance images 
(MRI) became very significant because it gives important 
information for each of medical diagnosis and surgical [1], 
Nevertheless, detection and classification of tumor is a 
very hard task because of the size, the shape and the 
location of tumors is very different and any wrong 
diagnostic can lead to serious collateral damage [2]. MRI 
is considered as the most accurate technique used to study 
the tumors in soft tissues for two reasons. The first one, 
the MRI images gives many details about the tumor and, 
the second one is, there is no known side effects related to 
radiation exposure [3]. 

In recent years and after the fast evolution of computer 
technology, computers are used to support the medical 
decision systems and spread in various medical fields such 
as breast cancer, gastroenterology. Breast tumors etc. 


There are many image processing techniques that have 
been proposed to detect and classify MRI Breast tumor. 
The complexity of the pathology of the human Breast and 
the high quality of the images are required in the diagnosis 
are remain an obstacle in front of any new method [4]. 
Different types of techniques have been modified for 
extracting the features from MR images. Some of these 
techniques are simple such as mean and variance of the 
gray level of the image hut it is not enough to get a good 
recognition rate. Therefore, other gray-scale statistics 
techniques such as the gray-level co-occurrence matrices 
(GLCM) are applied [5] to solve the problem. GLCM is 
considered as one of the popular techniques used in this 
field and very popular in various other applications of 
texture analysis. GLCM depends on statistical methods for 
extracting number of textural features from the images [6], 
Co-occurrence matrices can provide significant 
information about patterning of the texture, and it is 
applied to define the textural features from them [7]. 

The main problem of most diagnostic systems is how the 
systems can enhance the performance automatically with 
the increase of experience. For this reason, different types 
of machine learning methods were developed to solve 
these problems like random forests, artificial neural 
networks, decision tree and support vector machine 
(SVM). SVM is one of a popular classifier that depends on 
small sample learning and gives a good generalization 
capability. It is used in many of the real-time applications 
such as text mining, face recognition, and image 
processing, and these make SVMs considered as one of 
the most developed tools in the field of machine learning 
and data mining [8], 

Various methods have been used for feature extraction and 
to reduce the data dimensionality such as Principal 
Components Analysis (PCA), Linear Discriminate 
Analysis (LDA), Independent Components Analysis (ICA) 
and Kernel Principal Components Analysis (k-PCA). 
Kernel-Principal Components Analysis (k-PCA) is 
considered as a dimensions reduction and feature 
extraction method which has been widely and effectively 
used in different types of applications [9-10], 


www.iiaers.com 


Page | 258 


International Journal of Advanced Engineering Research and Science (IJAERS) [Vol-4, Issue-3, Mar- 2017] 

https://dx.doi. ore/ 1 0.221 61/iiaers.4. 3.41 ISSN: 2349-6495(P) 1 2456-1908(0) 


This paper is organized as follows: Section II introduces 
the proposed system architecture. In Section III, 
experiments and results are discussed. Finally, conclusions 
are documented in Section IV. 

II. PROPOSED SYSTEM ARCHITECTURE 

In this proposed system, six stages will be used to detect 
and classify the tumor in MR image. In the first stage, 
preprocessing techniques (histogram equalization and 
median filter) will be applied to improve the images and to 
eliminate the noise. In the second stage, K-mean clustering 
and morphological operators will be used to segment the 
tumor. Features such as gray scale, texture, symmetrical 
and DWT features will be extracted from the images to 
use it in the training and the classification stages. K-PCA 
is applied in the reduction stage to reduce the size of data. 
Finally, SVM has been applied to determine the types of 
tumor (Malignant or Benign). 



\ / 


Fig.l: Six Stage of Proposed System 

2.1 PRE-PROCESSING 

In this stage, the input image is passed into two processing 
steps (Median filtering and histogram) before it enters to 
the next processing stage to enhance the quality of the 
input image as well as remove noise in the image. Median 
filtering and histogram equalization are used to make the 
image in the best quality and minimum noise. 

2.1.1 Median filter 

It is a nonlinear filter and it is applied to remove the noise 
of an image. It is work depends on window slide idea. The 
windows slide scans the whole image depending on its 
central pixel through scanning each part of the image. 


Through this scan, the neighboring pixels are ordered 
depending on the intensity value of the pixel and then the 
median value is replaced with the central pixel value. The 
benefit of using a median filter is to remove certain kind of 
noise especially when some pixels of the image contain 
extreme values. In this way, new pixels value is not 
generated because the output pixel value is one of the 
neighboring pixels values. In the median filter, the edges 
are not affected during removing the noise and it is 
possible to use it more than one time [11]. 

2.1.2 Histogram Equalization 

It is one of a popular image pre-processing techniques for 
adjustment the contrast of the image. During acquisition 
stage, the distribution of intensity in the image may be 
affected and this leads to a bad contrast and low quality of 
the image, therefore histogram equalization is employed to 
enhance the appearance of an image. The main idea of 
histogram equalization is based on creating a new gray 
scale from the old gray scale of the input image [12]. The 
equation used to calculate the histogram equalization is 
shown below: 

k 0 = round (6) 

Where Ko represents a gray level value of histogram 
equalization, a refers to the cumulative distribution of i‘ h 
gray scale from original image; round represents rounding 
to the nearest value, while w and h refer to the width and 
height of the image [13]. 


2.2 SEGMENTATION 

This method is considered as the one of most important 
stage in the CAD system. It aims to partition the image 
into a number of segments to make the analysis of the 
image. In this stage, combinations of K-Means clustering 
and morphological operators along with basic image 
processing techniques are applied to implement this 
function. K-Means clustering aims to detect tumor and 
shows some abnormality while morphological operators 
with another basic image processing techniques aims to 
rectify this detection through separating the tumor cells 
from the normal cells. The steps of segmentation are as the 
follows: 


2.2.1 Threshold Operation 

It is one of widely known techniques. It is used to create a 
binary format from gray-scale images depending on a 
particular intensity level. The main idea of thresholding 
operation is to turning all the pixels that have value larger 
than intensity level to 1 and all pixels that have value less 
than the intensity level to 0. The operation of thresholding 
is described in the following equation: 

r \ rl if f(X,Y)>T 

9(.x,y)={ 0 IfflxyUr d) 

Where f(x,y) represents the image of x rows and y 
columns and T refers to the intensity level [14]. 
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2.2.2 Watershed Transformation 

It is one of the widely used techniques to collect pixels of 
an image that have similar intensity levels. It is considered 
as a region-based segmentation technique. The essential 
idea of this technique based on segregates the image to 
various intensity portions and then it starts to fill the 
deeper gradient and then fills the lighter gradient. In a gray 
scale image the tumor cells have high-intensity values 
comparing with other parts, therefore watershed 
segmentation is considered as one of the best tools to 
classify tumors and high-intensity tissues in MR image 

[15]. 

2.2.3 K-means Clustering 

It is a high computational efficiency unsupervised method 
and it is a widely used in many applications. The letter "k" 
refers to the number of clusters used. Clustering process is 
grouping the data points that have similar features into the 
same cluster and the data points of dissimilar features into 
different clusters. To understand the K-means clustering 

method, let us consider that, X= {xi, X 2 , ,xn] is a set 

of data points and we want to separate into a number of 

clusters C= { c i, C 2 , ,Ck}. K-means method is aimed to 

compute the center of data, and then assign the data of the 
same features to a cluster center. K-means iterates this 
method until clustering all the data. The center of all 
clusters is calculated as displayed in the equation: 

N K 

/= ZZ Pw-cj|2 (2) 

71=1 k= 1 

Where | |X W — C K || 2 refers to the distance between a data 
point Xn and the center of cluster Ck, while J represents 
the distance of n points from their respective cluster 
centers [16], 

2.2.4 Morphological Operators 

Morphological operations are used to reconstructing the 
structure or shape of an object. They can be employed for 
both pre-processing and post-processing operations, like 
obtaining a representation or description of the shape of 
objects or can be used for filtering, thinning or pruning. 
The main morphological operations are erosion, dilation, 
opening and closing. Opening and closing operations are 
applied in this stage. At first. Opening is applied by 
implementing erosion to remove unwanted pixels from the 
image and after that dilation is implemented to focus on 
the area of interest. Secondly, closing is applied by 
implementing dilation and then erosion to fill holes. The 
mathematical expressions of closing and opening are 
explained in equations 3 and 4: 

AoB = (aQB)@ B 

a»b = (a®b)sb (3) 


After applying these techniques, the pixels which have 
high intensity value are grouped together into one cluster 
while other pixels grouped into other cluster. Figure 2. 
shows the output image from this stage [17]. 



Fig. 2: The output image of segmentation stage 


2.3 Feature Extraction 

It is considered as one of the main parts of the diagnostic 
system. It is applied to extract unique features from the 
input image to use it in the classification stage. It aims to 
reduce the amount of data that can be used to represent a 
large set of accurate data by computing the properties or 
features that can be used to recognize different samples. 
There are many methods available for feature extraction. 
In this stage, the gray scale. Texture and symmetrical 
features as well as discrete wavelet transform (DWT) 
method are applied to implement this function. 

2.3.1 Discrete wavelet transform 

Discrete wavelet transform is one of the efficient features 
extraction and decomposition techniques that is widely 
used in different applications. It is applied to convert the 
images to the frequency domain by using each of a low 
pass and a high pass filter. It is aimed to split the input 
image to the four sun-bands (LL, LH, HL, and HH). The 
mathematical expression of DWT is shown in an equation 
below [18]: 

i 

A. (Pajfx) = 27 cp (2~ l -x-l) (4) 

B. Where x refers to the variable, s and 1 represent the 
integers that scale and stretch the function 0 to produce 
wavelets. Three stage of DWT are applied to extract 
features from input image. 

2.3.2 Gray Scale features 

In this step, five types of Gray Scale features are extracted. 
These features are included as: mean variance, standard 
deviation, skewness and kurtosi [19], These are explained 
as follows: 

• Variance: is defined as the difference in intensity 
of gray levels. 


1 N 

Variance — — ^(|Xj — p\ 2 ) (5) 

i= 1 

Where, x refers to the individual data point, p. 
represents the mean of data points and N 
indicates to the total number of data points 
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Standard Deviation: defined as the measure of 
difference asset of data from its mean value. 

SD = VVariance 

Skewness: is defined as the measure of 
symmetries of gray level. 






Skewness — Variance 3 ^^(/0uy) (7) 


x=l y= 1 


-/•0 3 

Kurtosis: is defined as the measure of the flatness 
of the histogram gray levels. 


m n 

Kurtosis = ( Variance -4 ) p) f 8) 

x=l y= 1 

2.3.3 Texture Features 

They are the second kind of features that are used. In this 
stage, thirteen features are taken from co-occurrence 
matrices which are calculated for each input image. Some 
of these features are described below [18]: 

• 


n n 


Entropy = — ZZ p(i,j) log(p(i,j )) 


(9) 


;=i 7=1 




n n 

Dissimalrity — II P(ij) * l(i-;)l (10) 
£=1 1=1 




Inverse — 


Y POJ) 

i,j=i 


(ii 


Energy = 

22 (paj))2 (12) 

i = l ; = 1 




2.3.4 Symmetrical feature 


Yu=i(jn - M ) 2 
Exterior Symmetry — 


(15) 


2.4 Feature Reduction 

The feature reduction stage aims to minimize the size of 
features set to reduce the time required to do the 
mathematic operations, as well as to reduce the size of 
storage without affecting the efficiency of the system. For 
this reason, feature reduction stage is very impotent to any 
system. K-PCA is aimed to extract principal components 
by mapping a set of data in high-dimensional feature space 
to a low-dimensional feature space. By this way, kernel 
PCA reduces the complicated coefficient dependencies 
that otherwise might not be simply reduced in a linear 
subspace and this gives k-PCA preference over traditional 
PCA methods [20] . 

2.5 Training and Classification 

This stage aims to classify the features that came from 
previous stage using SVM. SVM is a binary classifier that 
depends on supervised learning method. It is used to 
classify tumor to abnormal or normal. The accuracy of 
SVM classifier is based on the kernels function. There are 
different types of kernel functions that can be used with 
SVM classifier like linear, polynomial and radial basis 
function [21-22], The corresponding equations of the 
widely used kernels functions are shown below: 

• Linear kernel 


fk = f(x,x’) (16) 

Where x and x’ are represented as the sample vectors and 
f k as the linear kernel. 

• Polynomial kernel 

k(x,x’) — (1 + x.x’) 2 (17) 

Where x and x’ represents the sample vectors, while ILt- 
x’|| 2 represents the Euclidean distance between these 
sample vectors. 

• RBF kernel 

k(x,x') — e<H|*-*'|l) 2 
v ' (18) 
Where x and x’ represents the sample vectors. 


Contrast = II p0,;)*0-;) 2 (13 


= 1 7 = 1 


IDM 


II 

/ = 1 1=1 


1 + 0 -j) 2 


III. EXPERIMENTS AND RESULTS 

The proposed CAD system is developed and simulated 
using MATLAB® 2016b environment. Graphic USER 
interface (GUI) is designed also to help any user to use the 
proposed system easily. Figure 2 is displays the GUI of 
proposed system. This GUI consists of inputs and outputs 
for the GUI. The inputs are the loaded image and 
segmentation pushbutton. 
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Fig. 2: The GUI of the proposed system 

The outputs are feature parameters, type of tumor and the 
performance of the kernel function of the SVM classifier 
(Linear, Quadratic, and polynomial and RBF kernels). Our 
database [23-24] consists of 38 cases, 15 of these cases are 
benign and 23 are malignant. These cases are employed to 
evaluate the performance of the system. Three other 
parameters (sensitivity, specificity, and accuracy) are also 
applied. The sensitivity parameter indicates the proportion 
of actual positives that are correctly identified, while 
Specificity parameter represents the proportion of 
negatives that are correctly identified; and Accuracy 
parameter, which is the proportion of both true positives 
and true negatives. The equations of these three 
parameters are shown in equations below [25]: 

TP 

Sensitivity = — - — * 100% (19) 

TN 

Specificity = — + — * 100% (20) 

(TP + TN) 

7 (TP + TN + FP + FN) 

True Positives (TP) refers to the correctly identified 
positive cases, True Negatives (TN) refers to the correctly 
identified negatives. False Positives (FP) represents the 
incorrectly identified positives and False Negatives (FN) 
refers to the incorrectly identified negatives. The 
performances of the four SVM kernels are shown in table 
I. 


TABLE I. SVM KERNELS PERFORM 


Se 

q. 

Kernel 

Type 

Sensitivity 

Specificity 

Accuracy 

1 . 

Linaer 

91.304% 

84% 

88.421% 

2. 

Quadratic 

90.869% 

88% 

89.736% 

3. 

Polynomial 

95.217% 

93.333% 

94.210% 

4. 

RBF 

93.913% 

92% 

93.157% 


IV. CONCLUSION 

In this paper, CAD to segment and classify breast tumor 
is designed and implemented. The system consists of six 
stages (preprocessing, segmentation, features extraction, 
features reduction, training and classification). The 
segmentation of tumor is implemented using k-mean 
clustering and morphological Operators and it is 
successfully applied for most of the images of the 
database. The gray scale, Texture and symmetrical 
features as well as discrete wavelet transform (DWT) 
method are applied in feature extracted stage to obtain the 
features from MR images. The classification is 
implemented using SVM method with four kernel 
functions (Linear, Quadratic, polynomial and RBF). The 
system is tested using database consists of 34 cases, 9 of 
these cases are benign and 24 are malignant. Three 
parameters (sensitivity, specificity, and accuracy) are also 
applied to compute the performance of the system. From 
the observation of the results of these three parameters, it 
can be noticed that polynomial kernel give the best 
performance comparing with other SVM kernels. 
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